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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report

HC BB - F 2/ — R FE T AR
v O A T Chinese SR52 3.74V /5100mAh / 19.08Wh
B 2R
Name of Sample 5% RECHARGEABLE LITHIUM ION BATTERY
English SR52 3.74V/5100mAh /19.08Wh
v 11 g i
i WT25062407
Sample No.
TAERAL REEFTREERI A R A 7]
Consignor Dongguan NVT Technology Co., Ltd.
A A RFEHTREAERA PR A
Manufacturer Dongguan NVT Technology Co., Ltd.
LoRIIpIRES BAE GRIGAFRAETFM)  ST/SG/AC.10/11/Rev.8 Section 38.3
Test method UN Manual of Tests and Criteria ST/SG/AC.10/11/Rev.8 Section 38.3
F5E bRt BeAE GRIGAPRAETFM)  ST/SG/AC.10/11/Rev.8 Section 38.3
Criterion UN Manual of Tests and Criteria ST/SG/AC.10/11/Rev.8 Section 38.3
FE AU R
Appearance Silver
PER 52 110 e
Sample Receipt 2025-06-24 Rl ie HiY 2025-06-24 ~ 2025-07-14
Test Date
Date
K B R AN HRBh. by AMERE: FHs Jdaes EEIEeR
SR Altitude simulation; Thermal test; Vibration; Shock; External short circuit; Crush; Overcharge;
Test Items )
Forced discharge
SR, R ARG CGRIGAPRHET ) ST/SG/AC.10/11/Rev.8 38.3 Fr#E 2K
W2k i The sample has passed the test items of UN Manual of Tests and Criteria =
LT ST/SG/AC.10/11/Rev.8 38.3 @3‘
Conclusion %
4 1Datd) Fo967-1
#HE /
Comment
Y Y K| ‘/\/\/\'4_4:: /\‘#E\‘\é£ /\L =
. No.8, Xingguo Road, Dongkeng Town, M3 I
Consignor . . 523000
Dongguan City, Guangdong Province, P.R. Post Code
Address ]
China
)
. 7 51\ N N > N
ot /i';n@j TN Gl 3| # Y
Approver: Reviewer: Compiler:
B BAREFA
Title: Authorized signatory
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Report No. WT25062407
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Dongguan NVT Technology Co.,Ltd. Central Laboratory Test Report

I 3 K LT SR B AR S KS . . -
Name of Test Standard requirement or The Clause .
NO. Test Result | Conclusion | Remark
ltems Number of Standard
e Bt B GRIGARHET ) ST/SG/AC.10/11/Rev.8
1 fe PEEASLADL 38.3.4.1 A% T.1 WA 1 i /
Altitude simulation | UN Manual of Tests and Criteria See Appendix 1 Pass
ST/SG/AC.10/11/Rev.8 38.3.4.1 Test T.1
i e GRIGABRETI)  ST/SG/AC.10/11/Rev.8
5 Tt FE G 38.3.4.2 i T.2 WA 2 =5 /
Thermal test UN Manual of Tests and Criteria See Appendix 2 Pass
ST/SG/AC.10/11/Rev.8 38.3.4.2 Test T.2
~ e GRIGAPRIETIT)  ST/SG/AC.10/11/Rev.8
3 IR 38.3.4.3 ik T.3 WA 3 i /
Vibration UN Manual of Tests and Criteria See Appendix 3 Pass
ST/SG/AC.10/11/Rev.8 38.3.4.3 Test T.3
. AR CGRIGAFRAETMY  ST/SG/AC.10/11/Rev.8
4 M 38.3.4.4 A T4 ILIE 4 B /
Shock UN Manual of Tests and Criteria See Appendix 4 Pass
ST/SG/AC.10/11/Rev.8 38.3.4.4 Test T.4
YN B A GARAPRETT)  ST/SG/AC.10/11/Rev.8
5 External short 38.3.4.5 ik T.5 I 5 G /
L UN Manual of Tests and Criteria See Appendix 5 Pass
cireut ST/SGIAC.10/11/Rev.8 38.3.4.5 Test T.5
BAE GRIAFRAETFM) ST/SG/AC.10/11/Rev.8
T 38.3.4.6 ii\iw T.6 JLPH =
6 P e WLEE 6 ik /
Crush UN Manual of Tests and Criteria See Appendix 6 Pass
ST/SG/AC.10/11/Rev.8 38.3.4.6 Test T.6
. BAE GRIEFFRAET MY  ST/SG/AC.10/11/Rev.8
7 NG 38.3.4.7 I T.7 W 7 ak ,
UN Manual of Tests and Criteria See Appendix 7 Pass
Overcharge ST/SG/AC.10/11/Rev.8 38.3.4.7 Test T.7
R TCH, WA CaIaAbrdETM)  ST/SG/AC.10/11/Rev.8
8 _ 38.3.4.8 il T.8 ML 8 Hi% ;
Forced discharge | UN Manual of Tests and Criteria See Appendix 8 Pass
ST/SG/AC.10/11/Rev.8 38.3.4.8 Test T.8
Tor PR 2% A
, B 20.8°C-23.2°C
Test Environment ) . i
N Ambient temperature: 20.8°C-23.2°C
Condition
For 15t H .
Test Item NA
NSRS AL ,
Sub dT 5S¢ H / Wi /
ubcontracted Test AR =
N IS Name Post Code
Condition Subcontracted ‘
Hidk H, 15 /
Laboratory /
Address Tel
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 1

T5 1 LI H 4485 o5 P L
No. Name of Test Items Altitude simulation
Sample Samole S:[I;tus Mass Residual Other
No. P ik | JFEGBIE | FE | JFERHUE | Loss(%) | OCV(%) | Event
Mass(g) | OCV(V) | Mass(g) | OCV(V)
1 CYCLE &7 H
1 1CYCLE Fully charged | “013° | 4460 | 59135 | 4.460 0.00 100.00 O
2 1 CYCLE 54 7tH o
1CYCLE Fully charged 59.408 4.465 59.408 4.465 0.00 100.00
3 1CYCLE &R o
1CYCLE Fully charged 59.377 4.464 59.377 4.464 0.00 100.00
4 1CYCLE E&wmH o
1CYCLE Fully charged 59.594 4.464 59.594 4.464 0.00 100.00
5 1 CYCLE 54 7tH o
1CYCLE Fully charged 59.558 4471 59.558 4.470 0.00 99.99
6 25 CYCLE E£7RH o
25CYCLE Fully charged 59.502 4.471 59.502 4.471 0.00 100.00
7 25 CYCLE w4A&RH o
25CYCLE Fully charged 59.406 4,471 59.406 4,471 0.00 100.00
8 25 CYCLE w4A&RH o
25 CYCLE Fully charged 59.543 4.470 59.543 4.470 0.00 100.00
9 25 CYCLE 547 H o
25 CYCLE Fully charged 59.466 4471 59.466 4.471 0.00 100.00
10 25 CYCLE 547 H o
25 CYCLE Fully charged 59.461 4.470 59.461 4.470 0.00 100.00
DL This space intentionally

left blank

iV LR V-l DA R-BIGR F-l2k O-Jithile. BN, oR. G, ToiEXk.

Note:

L-Leakage V-Venting D-Disassembly R-Rupture F-Fire

O-No leakage, no venting, no disassembly, no rupture, no fire.
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 2

FF5 5 For i 1 H 44 Bk IR FETRIR
No. Name of Test Items Thermal test
BB - HAEAT Before BT Afer | gk | BAE | AR
Sample Sam Hlne S:[Igtus Mass Residual Other
No. P ik | JFEGBIE | FE | JFERHUE | Loss(%) | OCV(%) | Event
Mass(g) | OCV(V) | Mass(g) | OCV(V)
1 CYCLE %47
1 1CYCLE Fully charged | >>13° | 4460 | 59.131 | 4.405 0.01 98.76 O
5 1CYCLE 54w o
1CYCLE Fully charged | 59-408 4.465 59.406 4.411 0.00 98.79
3 1 CYCLE 5E47H 0
1CYCLE Fully charged | 59-377 4.464 59.377 4.412 0.00 98.83
4 1 CYCLE 5E47H o
1CYCLE Fully charged | 59-594 4.464 59.593 4.412 0.00 98.81
. 1 CYCLE &4 7 H o
1CYCLE Fully charged | 59-558 4.470 59.556 4.412 0.00 98.70
5 25 CYCLE &7 o
25CYCLE Fully charged | 59.502 4.471 59.499 4.415 0.01 98.74
7 25 CYCLE £ 7H o
25CYCLE Fully charged | 59-406 4.471 59.404 4.414 0.00 98.74
8 25 CYCLE £ 7nH o)
25 CYCLE Fully charged| 59-543 4.470 59.541 4.413 0.00 98.72
9 25 CYCLE &4 7t H 0
25 CYCLE Fully charged| 59-466 4.471 59.463 4.416 0.01 98.77
10 25 CYCLE &7 o
25 CYCLE Fully charged| 59-461 4.470 59.458 4.413 0.01 98.73
. This space intentionally
7
s left blank

iV LR V-l DA R-BIGR F-l2k O-Jithile. BN, oR. G, ToiEXk.

Note:

L-Leakage V-Venting D-Disassembly R-Rupture

F-Fire

O-No leakage, no venting, no disassembly, no rupture, no fire.
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 3

i 3 Fori0 5 44 W3
No. Name of Test Items Vibration
BB - HAEAT Before BT Afer | gk | BAE | AR
Sample Sam Hlne S:[Igtus Mass Residual Other
No. P ik | JFEGBIE | FE | JFERHUE | Loss(%) | OCV(%) | Event
Mass(g) | OCV(V) | Mass(g) | OCV(V)
1 CYCLE &7 H
1 1ICYCLE Fully charged | 22131 | 4405 | 50133 | 4.404 0.00 99.98 o
2 1 CYCLE 54 7tH o
1CYCLE Fully charged 59.406 4.411 59.407 4.410 0.00 99.98
3 1CYCLE E&nH o
1CYCLE Fully charged 59.377 4.412 59.376 4.412 0.00 99.99
4 1CYCLE E&nH o
1CYCLE Fully charged 59.593 4.412 59.593 4.411 0.00 99.98
5 1 CYCLE 54 7tH o
1CYCLE Fully charged 59.556 4.412 59.556 4.412 0.00 100.00
6 25 CYCLE E£7RH o
25CYCLE Fully charged 59.499 4.415 59.501 4.414 0.00 99.98
7 25 CYCLE E&nH o
25CYCLE Fully charged 59.404 4.414 59.404 4.414 0.00 100.00
8 25 CYCLE E&nH o
25 CYCLE Fully charged 59.541 4.413 59.541 4.413 0.00 100.00
9 25 CYCLE 547 H o
25 CYCLE Fully charged 59.463 4.416 59.465 4.415 0.00 99.98
10 25 CYCLE 547 H o
25 CYCLE Fully charged 59.458 4.413 59.459 4.413 0.00 99.99
DL This space intentionally

left blank

iV LR V-l DA R-BIGR F-l2k O-Jithile. BN, oR. G, ToiEXk.

Note:

L-Leakage V-Venting D-Disassembly R-Rupture

F-Fire

O-No leakage, no venting, no disassembly, no rupture, no fire.
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 4

Fs 4 Hr I H 45 i
No. Name of Test Items Shock
BB - HAEAT Before BT Afer | gk | BAE | AR
Sample Sam Hlne S:[Igtus Mass Residual Other
No. P ik | JFEGBIE | FE | JFERHUE | Loss(%) | OCV(%) | Event
Mass(g) | OCV(V) | Mass(g) | OCV(V)
1 CYCLE 5%E4&7H
1 1CYCLE Fully charged | 133 4.404 59.131 4.404 0.00 100.00 o
2 1 CYCLE 54 7tH o
1CYCLE Fully charged 59.407 4.410 59.403 4.410 0.01 100.00
3 1CYCLE E&nH o
1CYCLE Fully charged 59.376 4.412 59.374 4.412 0.00 100.00
4 1CYCLE E&nH o
1CYCLE Fully charged 59.593 4.411 59.593 4.411 0.00 100.00
5 1 CYCLE 54 7tH o
1CYCLE Fully charged 59.556 4.412 59.555 4.412 0.00 100.00
6 25 CYCLE LR o
25CYCLE Fully charged 59.501 4.414 59.501 4.414 0.00 100.00
7 25 CYCLE E&nH o
25CYCLE Fully charged 59.404 4.414 59.404 4.414 0.00 100.00
8 25 CYCLE E&nH o
25 CYCLE Fully charged 59.541 4.413 59.539 4.413 0.00 100.00
9 25 CYCLE 547 H o
25 CYCLE Fully charged 59.465 4.415 59.465 4.415 0.00 100.00
10 25 CYCLE 547 H o
25 CYCLE Fully charged 59.459 4.413 59.459 4.413 0.00 100.00
DL This space intentionally

left blank

iV LR V-l DA R-BIGR F-l2k O-Jithile. BN, oR. G, ToiEXk.

Note:

L-Leakage V-Venting D-Disassembly R-Rupture

F-Fire

O-No leakage, no venting, no disassembly, no rupture, no fire.
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 5

s 5 R H 44 5% SN
No. Name of Test Items External short circuit
S T gp I : —
i e RS e T R —
Nop Sample Status Max External Temperature('C) Other Event
1 CYCLE 5%E4&7H
1 1CYCLE Fully charged 57.90 o
5 1 CYCLE &7 °
1CYCLE Fully charged 58.00
3 1 CYCLE &7 o
1CYCLE Fully charged 57.60
4 1 CYCLE &7 o
1CYCLE Fully charged 57.90
5 1 CYCLE 5%E&7H o
1CYCLE Fully charged 58.00
6 25 CYCLE 5E4 7w o
25CYCLE Fully charged 57.65
7 25 CYCLE se47i o
25CYCLE Fully charged 57.85
8 25 CYCLE 547 o
25 CYCLE Fully charged 57.90
9 25 CYCLE £ RH o
25 CYCLE Fully charged 57.90
10 25 CYCLE £ RH o
25 CYCLE Fully charged 57.80
o This space intentionally
D left blank

#vE: D-fE R F-2k O-Toffk. EHiR. Tk,
Note: D-Disassembly R-Rupture F-Fire O- No Disassembly, No Rupture, No Fire.
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 6

¥ 6 KT H 45 e E
No. Name of Test Items Crush
== : —
*iéi?ﬁ? URIYINS PE 2 T fot e P H A%
Nop Sample Status Max External Temperature(C) Other Event
1 CYCLE 50% %t
1 1 CYCLE 50% Capacity 23.35 o)
12 1 CYCLE 50% #& o
1 CYCLE 50% Capacity 22.90
13 1 CYCLE 50% &&= o
1 CYCLE 50% Capacity 22.85
14 1 CYCLE 50% &&= o
1 CYCLE 50% Capacity 24.60
15 1 CYCLE 50% #& o
1 CYCLE 50% Capacity 23.50
16 25 CYCLE 50% & & o
25 CYCLE 50% Capacity 25.60
17 25 CYCLE 50% &&= o
25 CYCLE 50% Capacity 25.00
18 25 CYCLE 50% &&= o
25 CYCLE 50% Capacity 24.65
19 25 CYCLE 50% & & o
25 CYCLE 50% Capacity 24.85
20 25 CYCLE 50% & & o
25 CYCLE 50% Capacity 25.50
o This space intentionally
s left blank

#VE: D-fi#fk Pl KO-k, T k.
Note: D-Disassembly F-Fire O- No Disassembly, No Fire.
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Report No. WT25062407
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 7

F5 7 far il 151 H 44 FR ]
No. Name of Test Items Overcharge
N : :
L 5 B RS AR
Nop Sample Status Other Event
21 1 CYCLE 5E47H o
1CYCLE Fully charged

27 1 CYCLE %47 o
1CYCLE Fully charged

23 1CYCLE &7t o
1CYCLE Fully charged

24 1CYCLE &7t 0
1CYCLE Fully charged

25 25 CYCLE &7 o
25CYCLE Fully charged

26 25 CYCLE 5E4 7 o
25CYCLE Fully charged

27 25 CYCLE 7E4& 7 0
25CYCLE Fully charged

28 25 CYCLE &7 0
25CYCLE Fully charged

N This space intentionally

e left blank

#VE: D-fi#fk Pl KO-k, T k.
Note: D-Disassembly F-Fire O- No Disassembly, No Fire.
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix 8

ls2=] I H 44K 94 ) TP
No. Name of Test Items Forced discharge

P B RS SRS

Sal\rlrcl)ple Sample Status Other Event

1 CYCLE 5E4lH
29 1CYCLE Fully o
discharged

1 CYCLE 54l
30 1CYCLE Fully o
discharged

1 CYCLE 5E4 i H
31 1 CYCLE Fully o
discharged

1 CYCLE 524 iltH
32 1 CYCLE Fully o
discharged

1 CYCLE 5E4 i
33 1 CYCLE Fully o
discharged

1 CYCLE 5E& i H
34 1 CYCLE Fully 0]
discharged

1 CYCLE 5E4iltH
35 1 CYCLE Fully o
discharged

1 CYCLE 5E4JH
36 1 CYCLE Fully o
discharged

1 CYCLE 5E& i H
37 1 CYCLE Fully O
discharged

1 CYCLE 5E4JH
38 1 CYCLE Fully o
discharged

25 CYCLE ZE4H
39 25 CYCLE Fully o
discharge

25 CYCLE B4 /HH
40 25 CYCLE Fully @]
discharged

25 CYCLE B4 JHH
41 25 CYCLE Fully O
discharged

25 CYCLE 4t
42 25 CYCLE Fully @]
discharged

10/13
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25 CYCLE 548t
43 25 CYCLE Fully 0
discharged

25 CYCLE ZE4JH
44 25 CYCLE Fully O
discharged

25 CYCLE &4t H
45 25 CYCLE Fully o}
discharged

25 CYCLE FE4 /il
46 25 CYCLE Fully o
discharged

25 CYCLE ZE4HE
47 25 CYCLE Fully o]
discharged

25 CYCLE 524/l
48 25 CYCLE Fully 0]
discharged

VL D-fffR P2k O- TGk, JoiEg k.
Note: D-Disassembly F-Fire O- No Disassembly, No Fire.
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Dongguan NVT Technology Co., Ltd. Central Laboratory Test Report- Appendix
Pack

54J Eng Sample
DC 20250616
TAAODOA e,

The end
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Statement

R R s T AR S0 A IR
The test report is invalid if not affixed the official seal of the laboratory to it.

RIILE SR N o o
The test report is invalid if it is blotted out.

IEFERATRIMETR, DOS PRS2

The conclusion of the consignation test is only valid for the provided sample.

PLREZA HAE, 15 RN RIS HF, I HEa O mRs, A7,

Report No. WT25062407

A test report complaint may be initiated within 15 days from the date of issuance of the report, and a report

exceeding the validity period of the application shall not be accepted.

ARG REAR LI S MVFRT, AnrEn ZHl.

This report cannot be partial copied, without the written permission of NVT Technology Co.,Ltd. Center

Laboratory

ﬁﬂmﬁ,@,
ﬁ%{ﬁﬁ@gﬁ@ S

chnology Co., Ltd/ Central Laboratory

Dong guan NVT

Hodik: TR AR AR SE T ARYUBDY [H B AR BTE 8 5

% Tel. : +86-0769-38826188
£ Fax.: +86-0769-89086589
fE#E Email: NVT-CL@nvtpower.com
Mk Website : www.NVTpower.com

Addr.: No.8, Xingguo Road,Dongkeng Town, Dongguan City, Guangdong Province, P.R. China
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